Design and clinical application of a dual channel electrical stimulator for scoliosis.
Fifteen patients with scoliosis were treated by a dual channel surface stimulator made in China. After an 18.5 month treatment, their curves decreased by 3 degrees to 15 degrees. The effective rate was 93.3%.